Estimation of uncertainty of analytical results based on multiple peaks.
The sources of the uncertainty of GC and HPLC analysis of pesticide residues, which consist of several components, and three methods applicable for the estimation of the uncertainty of the results are described. Different scenarios for estimating the uncertainty of measurements of multi-component residues are identified.